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We discuss a portable Edge Illumination X-ray Phase Contrast imaging system based on compact piezoelec-
tric motors, which enables its transportation to different environments e.g. hosting different x-ray source
technologies. The analysis of images of standard samples reveals an angular sensitivity of 270±6 nrad, which
compares well with the 260±10 nrad reported for previous systems based on stepper motors, demonstrating
that system portability can be achieved without affecting phase sensitivity. The results can also be considered
a test of the performance of the piezoelectric motors, and as such could be of interest to researchers planning
their use in other imaging systems.
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X-ray Phase Contrast imaging (XPCi) is widely
used for several applications including medical physics,
biology and materials science as an alternative to
absorption-based imaging techniques. While the latter
provide adequate performances only when the attenua-
tion properties of the details of interest are very different
from the surrounding background, phase contrast imag-
ing is more suitable for weakly absorbing materials1.
Among the several XPCi methods2 (crystal
interferometry3, analyzer-based imaging4, free-
space propagation5, grating interferometry6 and
non-interferometric methods7), edge illumination (EI)7
is one of the most promising because of its capability to
be adapted with conventional laboratory sources8,9.
A common EI setup, in its implementation with diver-
gent beams, is shown in Fig. 1. By using dedicated
FIG. 1. EI set-up: a pre-sample mask is used to collimate
and separate the x-ray beam into several beamlets; a detector
mask, placed in front of the detector pixels, is used to stop
part of the incoming radiation.
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algorithms10–12 it is possible to retrieve information
about the absorption, refraction and ultra small angle
scattering properties of the sample. It has been shown
that, with synchrotron radiation, EI can achieve an
angular sensitivity of a few nanoradians13, while for
conventional laboratory sources the achievable sensi-
tivity was estimated to be of (270 ± 5) nrad11. The
capability of EI to work with polychromatic, divergent
and incoherent x-ray beams provides access to phase
contrast imaging techniques with conventional sources.
A portable and compact system was developed so that
the experimental set-up can be transported to different
environments (e.g. laboratories for x-ray imaging,
hospitals, x-ray source facilities). The design involved
the selection of miniaturized and highly precise motors,
based on piezoelectric technology. Compared to the
stepper motors used so far for EI experiments at the
University College London (UCL) and at various syn-
chrotron facilities, the piezo-motors are lighter and more
compact, which makes them more suitable for trans-
portation and quick set-up in different environments.
The performances of two systems, one based on stepper
motors by Newport (Irvine, California, USA) and
another one based on piezo-motors by SmarAct (Olden-
burg, Germany), is investigated in this paper. Images
of wires of different materials and thickness are shown,
with the aim of comparing the angular sensitivity of the
two set-ups. The results of these tests can thus be of
interest to the field of XPCi and more generally, to those
fields in which optical elements have to be positioned
with high accuracy.
Our aim was to develop a portable, light and compact
system. The masks were mounted on stacks of motors
to allow for accurate alignment and movement. A
dedicated LabView code was used to remotely control
the devices and was integrated with the data acquisition
software via a TCP/IP connection.
Motors constitute an essential part of an EI set-up
2because they are used in several procedures involving
movements along different axes: mask alignment, illumi-
nation curve acquisition and sample dithering14.
Mask alignment is carried out every time a new set-up
is implemented, with different values of parameters such
as pitch and aperture width of the masks, magnifica-
tion, detector pixel size, etc. The two masks, placed
between source and detector as shown in Fig. 1, must
be aligned on the optical axis in such a way that both
their projected pitches match the detector pitch. While
in principle the full alignment procedure requires an
adjustment for all six degrees of freedom, in practice
for a system which employs 1D masks only, translations
along the x and z directions and rotations around z are
strictly required14.
The illumination curve is the variation in detected
intensity as a function of the displacement between
the two masks along the transverse direction x. With
the sample out of the field of view, the pre-sample
mask is shifted in several steps along the x direction,
resulting in different illumination levels for the detector
pixels. At each mask displacement, the intensity of the
radiation impinging on each pixel is recorded, leading
to an intensity profile similar to the rocking curve in
analyzer based imaging15. The experimental points can
be fitted with an analitical function in order to extract
important parameters (offset, amplitude, centroid and
standard deviation). By comparing this values to those
obtained when a sample is present, information about
absorption, refraction and ultra small angle scattering
caused by the sample can be retrieved via a dedicated
algorithm12. Fig. 2 shows an example of illumination
curve, with three mask displacements corresponding to
three different points.
Dithering in this case means that multiple images are
taken at several sub-pixel displacements of the sample
along the x direction (see Fig. 1), with a total travel
range of one mask period. All these images are taken
while keeping the relative displacement between the two
masks fixed (i.e. at the same illumination level) and
then recombined to obtain one with increased spatial
resolution (determined by the dithering step, rather than
by the pixel size16,17). All the three procedures involve
motion accuracy of a few µm for translations and of a
few mrad for rotations14. For this reason, we selected
positioners based on piezoelectric technology, which
makes them compact, light and highly precise. They
are a few centimetres high and weigh a few hundred
grams (around one order of magnitude smaller and
lighter than previous stepper motors). The full compact
system is composed of: a stack of three motors (two
SLC 1750-M-E linear translators and a SGO 60.5-M-E
goniometer) equipped with microsensors, used to move
the detector mask; a stack of three motors (two SLC
1750-S linear translators and a SGO 60.5-S goniometer)
equipped with nanosensors, used to move the sample
mask; an SLC 24120-M-E linear translator equipped
with a microsensor, used to move the sample. A Labview
FIG. 2. (a): illumination curve; (b): pre-sample mask posi-
tions corresponding to specific points on the curve, as high-
lighted by arrows.
GUI interface enables the operator to directly drive the
motors, while an IDL script enables their automated
control during the acquisition.
Preliminary tests on a first stack of motors equipped
with microsensors allowed us to evaluate the software
procedure when moving the motors to absolute positions.
Distributions of the discrepancies between expected and
retrieved positions were obtained, resulting in a mean
value consistent with 0, and with standard deviations
of 0.13 µm for the linear positioners and 2.3 µrad for
the goniometer: these values are comparable with the
nominal resolution of the sensors (0.10 µm and 1.5 µrad,
respectively). A second stack of motors with nanosensors
was also tested, leading to an improvement of two orders
of magnitude. Estimated values for the discrepancy were
consistent with 0, with a standard deviation of 0.7 nm
for the linear translators and 20 nrad for the goniometer.
Images of wires of different materials and thicknesses
were acquired using both the original system, based
on stepper motors, and the portable system based on
piezo-motors. The x-ray source was a Rigaku MM007
X-ray tube with a Mo target operated at 35kV/25mA,
with a spot size of 75 µm. The detector was the
Hamamatsu C9732DK flat panel with a 50 µm pixel
size. The aperture width and the pitch of the pre-sample
mask were 23 µm and 79 µm, respectively. The detector
mask aperture width was 29 µm, and the pitch 98 µm.
The source-to-object distance was 1.6 m, while the
source-to-detector distance was 2 m.
Raw data for each set of acquisitions were processed
with a dedicated algorithm12, which retrieves absorp-
tion, refraction and scattering signals from three input
projection images. Each projection image was acquired
at different positions on the illumination curve, typically
one at the centre (corresponding to 100% intensity),
3and the other two at 50% intensity on opposite sides.
All three images consisted of 6 dithering steps, each
one acquired with 5 sec exposure time. The retrieved
refraction signal, and a profile along a row of detector
pixels, were obtained for both systems, as shown in
Fig. 3. For a quantitative comparison between the two
set-ups, the angular sensitivity11 was estimated. For the
SmarAct system, the value of the angular sensitivity is
(270 ± 6) nrad, while for the Newport system is (260 ±
10) nrad: the two values are thus comparable within the
experimental uncertainty.
FIG. 3. Refraction images a),b) and corresponding profiles
c),d) for portable and previous system, respectively.
The design and realization of a portable EI-XPCi
system has been presented. The basic component are
compact and light piezo-motors, which provide a good
compromise between high positioning accuracy and easy
transportation of the set-up. A dedicated control system
based on LabView software was implemented to drive the
motors in an automated way.
The performance of the portable system was quantita-
tively compared to that obtained by using stepper mo-
tors, used so far in previously presented EI set-ups. For
both systems, the angular sensitivity in the refraction
signal was extracted from images of wires of different
materials and thicknesses. This provides an estimation
of the smallest deviation angle detectable with both set-
ups: for the portable system, a value of (270 ± 6) nrad
was obtained, while the previous system yielded a value
of (260 ± 10) nrad.
A light and compact system based on piezo-electric mo-
tors was realized, maintaining the same sensitivity to an-
gular deflections as that obtained so far with the system
based on stepper motors. This feature, together with the
capability of EI to be adapted to laboratory sources, ex-
tends the potential of the method to be used by a wider
community in a more diversified range of applications
and environments.
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